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Abstract 
The calibration results (the transfer function) of an anemometer equipped with several cup 
rotors were analyzed and correlated with the aerodynamic forces measured on the isolated 
cups in a wind tunnel. The correlation was based on a Fourier analysis of the 
normal-to-the-cup aerodynamic force. Three different cup shapes were studied: typical conical 
cups, elliptical cups and porous cups (conical-truncated shape). Results indicated a good 
correlation between the anemometer factor, K, and the ratio between the first two coefficients 
in the Fourier series decomposition of the normal-to-the-cup aerodynamic force. 
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1. Introduction 
Today, cup anemometers are the most common instruments 
for measuring wind speed. Thanks to their linearity and 
accuracy, together with their simplicity, they are widely used 
in different industries, from construction and civil engineering 
to wind energy. Cup anemometer behavior has been widely 
studied throughout the 20th century. Early studies focused 
on the optimal number of cups and arm length [1-4], 
cup aerodynamics [5-8], frequency recording system design 
[9-13] and errors due to fluctuating winds [5, 10, 14, 15]. 
Following those initial efforts, researchers focused on cup 
anemometer response in turbulent flows, as the accuracy 
of wind speed measurements became increasingly important 
[16-30]. This research was applied to seek optimal calibration 
methods for these instruments, with special attention to the 
impact of anemometer accuracy on the wind energy industry 
[31-39]. Moreover, the importance of accuracy in wind speed 
measurements and the impracticality of constant recalibrations 
to maintain anemometer performance led researchers to study 
other aspects related to cup anemometer calibration. These 
include the impact of environmental (climatic) conditions 
[40, 41], anemometer aging [42], the possibility of field 
calibration [43-45], the effects of non-uniformities on the wind 
stream during calibration [46] and uncertainties during the 
calibration processes [47]. Finally, recent efforts have been 
made to classify the different anemometers available in the 
market [48,49] and to compare their performance as a function 
of their shape [50, 51]. 
The relationship between the performance of a cup 
anemometer and its shape has been studied experimentally, 
mainly through measurements of the aerodynamic normal-
force coefficients on the cups, CN, as Breevort and Joyner 
[7, 8] did in the past. Using those cup force coefficients as 
a function of the wind angle, some authors such as Wyngaard 
[23], Ramachandran [52] and Kondo [17] derived different 
analytical models to study cup anemometer behavior. Both 
analytical and experimental research on cup anemometer 
behavior has shown the correlation between anemometer 
transfer functions and cup center rotation radius, Rrc. However, 
some differences have also been highlighted between the 
results obtained using the two methods [51]. 
This paper is part of the IDR/UPM Institute's research 
on anemometer performance. In an initial study [50], large 
series of calibrations performed on commercial anemometers 
were analyzed, and the calibration coefficients of their transfer 
functions were studied as a function of their shape. The transfer 
function of an anemometer is represented by the following 
expression: 
V = A - / + B, (1) 
where V is the wind speed, / is the anemometer's rotation 
frequency output and A (slope) and B (offset) are the 
calibration coefficients. This linear equation, which correlates 
the wind speed and the anemometer's output frequency [26], 
must be defined by means of a calibration process. The transfer 
function can be rewritten in terms of the anemometer's rotation 
frequency, /r, instead of the output frequency, / , as follows: 
V = Ar • fr + B, (2) 
where Ar is the result of multiplying calibration constant 
A by the number of pulses per revolution given by the 
anemometer, Np. The number of pulses is different depending 
on the anemometer's inner system for translating the rotation 
into electric pulses. Magnet-based systems give 1 to 3 
pulses per revolution, whereas optoelectronics-based systems 
normally give higher pulse rates per revolution, from 6 to 
44 [50]. The aforementioned research, performed on more 
than 20 commercial cup anemometer models, showed a linear 
correlation between coefficients Ar and cup center rotation 
radius, Rrc. This parameter, Rrc, is the distance between the 
center of the cups and the anemometer rotation axis (indicated 
in figure 3 of the present paper for the different cup shapes 
analyzed). On the other hand, based on the analysis, the B 
calibration coefficients of the anemometer models studied did 
not seem to correlate with the cup center rotation radius, Rrc, 
or the front area of the cups, Sc. 
Following that study, new research was planned to check 
the aforementioned results using systematic anemometer 
calibrations, varying the size of the cups (with the same conical 
shape, scaling the cups to obtain the different sizes) and the 
cup center rotation radius [51]. As a result, constant Ar was 
proven to fit the following expression: 
K = ^LRrc-Sc(S + r]S^), (3) 
d« r c 
where 5, r], and f are coefficients that depend on the 
specific anemometer (and could depend on other effects such 
as the bearings system, anemometer 'neck' diameter-wake 
interaction with the rotor, or inertia of the output signal 
generation system). This equation highlights the contribution 
of the front area of the cups, Sc, to the slope of the anemometer 
transfer function. This contribution cannot be studied with 
the analytical models used by Wyngaard [23], Ramachandran 
[52] or Kondo [17] to analyze cup anemometer performance. 
Another important conclusion arose from that work: in all 
cases, the slope in expression (3), AAr/dRrc, was the same 
for all cup sizes, revealing a direct relationship between the 
mentioned slope and the shape of the cups. This result agrees 
with the analytical methods, based on the cup normal-force 
coefficients, CN, which are obviously the same if the shape of 
the cups is the same, with only the size scaled. Nevertheless, 
some new questions arose from this later research. 
It is known that the response of a cup anemometer can be 
derived from the following expression [37]: 
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Figure 1. Normal aerodynamic force coefficient, cN, of the Brevoort 
and Joyner Type-II cup plotted as a function of the wind direction 
with respect to the cup, a. Also included in the sketch are the 
variables involved in the rotation of an anemometer's cup: normal 
aerodynamic force on the cup, N, aerodynamic torque on the cup, 
Mz, wind speed, V, relative wind speed to the cup, Vr, rotor's rotation 
angle, 0, rotor's rotational speed, a>, and wind direction with respect 
to the cup, a. From Pindado et al [51]. 
where / is the moment of inertia, QA is the aerodynamic 
torque and gf is the frictional torque that depends on the air 
temperature, T, and the rotation speed, &> (from [48]: gf = 
BQ{T) + B\{T)co + B2(T)co2, where coefficients B0, B\ and B2 are 
negative). The frictional torque, gf, can be neglected because 
it is normally very small in comparison to the aerodynamic 
torque [22, 29]. Taking into account the three cups on an 
anemometer rotor, expression (4) can be rewritten as 
^
 =
 \pScRrcVr(e)CN(am) 
+ -PScRrcVr2(9 + 120°)cN(a(e + 120°)) 
+ l-pScRrcVr2(0 + 2A0°)cN(a(e + 240°)), (5) 
where Vr is the wind speed relative to the cups, CN is the 
aerodynamic normal force coefficient, a is the wind direction 
with respect to the cups and 6 is the angle of the rotor with 
respect to a reference line (see figure 1). Wind speed Vr, relative 
to the cup at rotor angle 6 with respect to the reference line, is 
expressed as 
whereas the wind direction with respect to the cup, a, can be 
derived from the following expression [51]: 
A: sin (6>) 
5.0 
tan (a) (7) 
Kcos(6) - 1 
where the so-called anemometer factor, K, defined as the ratio 
between the wind speed, V, and the rotation speed of the cup 
center averaged in one complete rotation, coRrc [23,27]: 
V 
K= . (8) 
coRrc 
Using Ramachandran [52] and Kondo's [17] methods, the 
anemometer factor K can be obtained for a stationary situation 
(that is, considering constant wind speed), by averaging 
the anemometer's torque (5) on one turn and making the 
result equal to zero. However, two important aspects of this 
expression must be underlined. First, this equation leaves out 
the aerodynamic moment of the cups, as its contribution to 
the rotor's torque is much less important than that of the 
normal aerodynamic force [51]. Second, in this expression 
the aerodynamic force is supposed to be applied to a single 
point on each cup, the center, so the solution for the steady 
state does not depend on the cup's front area, Sc. 
Based on the data from [50], most common commercial 
anemometers have factors between K = 2.97 and K = 3.54. 
These figures agree with an early study by Patterson, who 
found this factor to be between 2.5 and 3.5 [27]. However, there 
is an inconsistency here. Anemometer factor K, estimated with 
the calibration constant Ar (and supposing constant B from the 
transfer function (2) negligible): 
K = - ^ - = - ^ - , (9) 
1itfTRTC 1jtRrc 
seems to fit the data from the literature, but takes higher values 
when calculated, as said, by solving expression (5) averaging 
it on one turn and making the result equal to zero, once 
expressions (6) and (7) are taken into account. The anemometer 
factor calculated from calibrations performed at the IDR/UPM 
Institute on a commercial anemometer (Ornytion 107A) with 
21 different conical cup rotor prototypes is also shown in 
figure 2, as a function of the ratio Rc/Rrc. Figure 2 also 
shows the value corresponding to an analytical estimation 
performed using Ramachandran's method based on the cups' 
aerodynamic normal-force coefficient, CN, K = 4.11 [51]. 
It can be observed that this analytical value is higher than 
the experimental ones. This graph also clearly shows the 
influence of the front area of the cups, Sc, on the anemometer's 
aerodynamic behavior, as the experimental data seem to fit a 
second-order expression based on the ratio Rc/Rrc. This effect 
of the cups' front area was not measured in experiments carried 
out in the past [17, 20]. However, it must also be said that the 
calibrations performed in those studies seem to be less accurate 
than those related to the experimental data included in figure 2. 
(The determination coefficient of the calibrations included 
in Lindley's work [20] was R2 = 0.998-0.999, whereas 
the accepted calibrations performed following MEASNET 
procedures have correlation coefficients over R = 0.999 95, 
that is, determination coefficients over/?2 = 0.999 90). Finally, 
a rather large dispersion of the anemometer factor values for 
similar Rc/Rrc ratios must also be highlighted in figure 2. 
K 
4.5 
4.0 
3.5 
3.0 
2.5 
Experimental, conical cups 
- Ji /\ (fitting: K= 4.389 - 1.839W/?rc)2 
O ^ A Vect.Inst. A100 
VTK L2 
D ^ . _ 
Ornytion 107 A/^\ - ^ 
NRGMax40/40C V 
(X) WAA 252 U ' 
WAA 15lO 
o 
Analytical, 
conical cups (K --
4.77) 
'O 
THIES 4.3350 Q 
RISO P2546A 
"^A 
Climatronics 
100075 
O THIES4.3324 
O THIES4.3519 
0.2 0.3 0.4 0.5 0.6 0.7 
Rr/Rr 
Figure 2. Anemometer factor, K, of different commercial cup 
anemometers (big open circles) as a function of the ratio between 
the cups' radius, Rc, and the cups' center rotation radius, Rrc. The 
experimental data corresponding to different conical-cups rotors 
tested on an Ornytion 107A anemometer [51] have been added to 
the graph. The symbols correspond to the following cups radius: 
Rc = 20 mm (open squares), Rc = 25 mm (closed squares), 
Rc = 30 mm (open triangles), Rc = 35 mm (closed triangles), 
Rc = 40 mm (open rhombi). A quadratic fit to this experimental data 
has been also added (dotted line). The analytical value calculated for 
the tested cases using Ramachandran's method [51] has been also 
included in the graph (solid line). 
For example, there are four commercial anemometers where 
Rc/Rrc ~ 0.5, with factors ranging from K = 2.97 to 3.94. This 
dispersion in the anemometers' behavior can be explained 
by the difference between the cup shapes (e.g. different cup 
cone-angles) that affects the normal force coefficient, CN, in 
expression (5). 
The aim of the present work is to derive an analytical 
model for studying cup anemometer transfer function based 
on a Fourier analysis of the cups' normal-force coefficient, 
CN, as well as the ratio Rc/Rrc, to take into account the front 
area of the cups. The application of the Fourier analysis is first 
defined in section 3 to solve the anemometer's rotor equation 
by considering Rc/Rrc = 0, as in the classical analytical 
methods. The complete equation as a function of the parameter 
rr (rr = Rc/Rrc) is then solved in an attempt to find a more 
accurate value of anemometer factor K. This research is 
the result of collaboration between the IDR/UPM Institute 
and the Department of Mechanical Engineering at the Vrije 
Universiteit Brussel (VUB). 
2. Testing configuration, cases studied and 
experimental results 
The Ornytion 107A anemometer was used in the testing 
campaign. Nine different rotors were tested (see table 1 and 
figures 3 and 4): four were equipped with conical cups (90° 
Conical cups 
I Rre 
Porous cups 
I R„ 
Elliptical cups 
I R„ 
Figure 3. Sketch of the cups and rotor geometries tested. 
Dimensions in mm. See also table 1. 
Table 1. Geometrical characteristics of the rotors tested: cups' 
center rotation radius, Rrc, front area of the cups, Sc, cup radius 
(conical and porous cups), Rc, hole diameter of the porous cups, h, 
and semi-major and semi-minor axes, a and b, of the elliptical cups. 
See also figure 4. 
Rotor 
Conical cups 
Rc (mm) Sc (mm2) Rri (mm) 
c-25/40 25 1963.5 40 
c-25/60 25 1963.5 60 
c-25/80 25 1963.5 80 
c-25/100 25 1963.5 100 
Elliptical cup 
Rotor a (mm) b (mm) Sc (mm2) Rrc (mm) 
a-27/60 
a-30/60 
a-35/60 
27 
30 
35 
23.15 
20.83 
17.86 
1963.5 
1963.5 
1963.5 
60 
60 
60 
Porous cups 
Rotor Rc(mm) Sc (mm2) Rrc (mm) h (mm) 
h-19/60 
h-24/60 
25 
25 
1963.5 
1963.5 
60 
60 
19 
24 
cone-angle, all with the same cup radius: Rc = 25 mm, with 
the cup center rotation radius varying from Rrc = 40 mm to 
Rrc = 1 0 0 mm). Three were equipped with elliptical cups 
(front surface equal to the conical cups: Sc = 1963.5 mm2 and 
Rrc = 60 mm). Two were equipped with porous cups (front 
surface, including the empty area, equal to the conical cups: 
Sc = 1963.5 mm2, cup radius: Rc = 25 mm, truncated shape 
with hole diameter h = 19 mm and h = 24 mm, and Rrc = 
60 mm). A comparison of the aerodynamic characteristics of 
anemometer cups with similar shapes was performed in the 
past by Albright and Klein [8]. No clear conclusion can be 
extrapolated from that study; however, the authors found that 
'The ellipsoidal shaped cup is the most sensitive over the entire 
range tested'. The cups used in this study were made of ABS 
Figure 4. Top: calibration wind tunnel at the Department of 
Mechanical Engineering of the Vrije Universiteit Brussel. Middle: 
different rotor cups measured: (a): c-25/40; (b): c-25/60; (c): 
c-25/80; (d): c-25/100; (e): h-24/60; (/): h-19/60; (g): a-35/60; 
(h): a-30/60; (i): a-27/60. Bottom: aerodynamic forces 
measurements regarding the h-24/60 rotor cups, performed in the 
large-section wind tunnel of the Department of Mechanical 
Engineering of the Vrije Universiteit Brussel. 
plastic using a 3D printer, and the arm on each cup was made 
of aluminum tubing 5 mm in diameter. 
Calibrations were performed in the calibration wind 
tunnel at the Mechanical Engineering Department at the Vrije 
Universiteit Brussel, Belgium (see figure 4). The calibrations 
were carried out following MEASNET procedures. In order to 
check the accuracy of these calibrations, three of them (conical 
with Rrc = 60 mm, and those related to the porous cups) were 
repeated at the IDR/UPM Institute's facility in Spain, with 
very similar results. More information on the testing facility 
at the IDR/UPM Institute can be found in [50]. See table 2 
for the calibration results measured during the present testing 
campaign. 
The aerodynamic normal-forces on the cups were 
measured in the wind tunnel at the Mechanical Engineering 
Figure 5. Aerodynamic normal-force coefficients, cN, measured on 
the different cups analyzed. 
Table 2. Calibration coefficients, A and B, measured for the rotors 
tested with the Ornytion 107A anemometer. The coefficient of 
determination, R2, of the curve fittings, and the slope of the transfer 
function based on the rotation frequency instead of the output 
frequency, Ar, have also been included. 
Calibrations at VUB 
Rotor A (m/pulse) Btms- 1) R2 Ar (m/rev) 
c-25/40 0.452 488 0.082 799 0.999 995 0.904 976 
c-25/60 0.762 047 0.242 491 0.999 982 1.524 094 
c-25/80 1.064 151 0.347 062 0.999 969 2.128 302 
c-25/100 1.369 791 0.437 875 0.999 963 2.739 582 
a-27/60 0.805 780 0.176 224 0.999 947 1.611560 
a-30/60 0.814 407 0.166 593 0.999 966 1.628 814 
a-35/60 0.831 237 0.138 751 0.999 979 1.662 474 
h-19/60 1.000 892 0.527 030 0.999 981 2.001 784 
h-24/60 1.753 851 0.426 926 0.999 957 3.507 702 
Calibrations at IDR/UPM 
Rotor A (m/pulse) Btms- 1) R2 Ar (m/rev) 
c-25/60 0.751 369 0.338 354 0.999 984 1.502 738 
h-19/60 0.985 977 0.589 080 0.999 991 1.971954 
h-24/60 1.767 461 0.255 607 0.999 977 3.534 922 
Department at the Vrije Universiteit Brussel, Belgium (see 
figure 4). This facility and the data acquisition process are 
described in [51]. Large-scale cups (with scales varying 
from 1:4 for conical and porous cups, to 1:3.70, 1:3.33 and 
1:2.86 for elliptical cups) were manufactured to measure the 
aerodynamic forces. These cups were also made of ABS plastic 
using a 3D printer, and are exact scale-replicas of the ones on 
the rotors. The tests were carried out in smooth flow (with low 
turbulence, 1-1.5%), with wind speeds around 15 m s"1 that 
involve a Reynolds number R e ~ 190 000 (based on the cup 
diameter). It should be mentioned that aerodynamic force 
coefficients related to conical cups similar to the ones tested in 
the present work remain stable from Reynolds numbers around 
a i 
Figure 6. Sketch of one anemometer cup, the variables to integrate 
the torque (distance to the rotation center, x, real and 
relative-to-the-cup—that is, local wind speeds, V and Vr, rotational 
speed, cox, rotation angle, 6, local wind speed direction with respect 
to the cup, a), are indicated in the drawing. 
Re~12000 [6, 7], the Reynolds number of an anemometer 
cup being higher in the normal calibration range, from 4 m s_1 
to 16 m s_1. In figure 5, the measured aerodynamic force 
coefficients, CN, are shown as a function of the wind angle with 
respect to the cup, a. In this figure, each cup tested has been 
identified with the same code as its respective rotor, with the 
exception of the conical cup, which represents four different 
rotors (rotor codes c-25/40, c-25/60, c-25/80 and c-25/100). 
The conical cup will henceforth be identified with the Rrc = 
60 mm rotor code (c-25/60). 
3. Results and discussion 
The torque produced by one cup on the anemometer can be 
calculated by integrating the aerodynamic torque on the cup's 
front surface: 
M7 
J Rrc —Rc ^ 
pv;(0,x)cN(a(0y)i(x)ax. (10) 
In this expression, a strong assumption is made, as the 
cup is treated as a sum of slices l(x) long and dx wide (see 
figure 6) that are affected by a different wind speed depending 
on the distance to rotation axis x. By introducing the following 
non-dimensional variable in expression (10): 
x-R^ 
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Figure 7. 1, 3 and 6-harmonic Fourier series corresponding to the 
experimentally measured aerodynamic normal-force coefficients, 
CM, measured on the c-25/60 cup. 
it can be rewritten, for circular-front-area cups, as 
• i / 1
 2 
Mz=l-pV2R2cj^(\ + ^2{\ + rr, 
x 2 ^ 1 -t2cN{a{6))&t. 
•t) K (1 + rrt)cos(6) 
(12) 
For elliptical-front-area cups, the same equation is reached 
once R2 is replaced by the product a • b, where a and b are the 
semi-major and semi-minor axes of the ellipse, respectively 
(see figure 3), and rr = a/Rrc. 
3.1. Solution for rr = 0 
Supposing that the aerodynamic force on the front area of the 
entire cup is applied to its center, the torque produced by one 
cup on the anemometer can be expressed as 
M7 cos(0) )cN(a(6)). (13) 
cos(0))cN(a(0))d0. (14) 
1
 9 / 1 
-pV2Sc 1 + —T 
T \ K2 K 
Note that this expression can be derived from (12) by 
making rr = 0. As explained earlier, the value of anemometer 
factor K, which defines the anemometer's steady state, is 
obtained by averaging the torque on one turn and making 
its value equal to zero: 
If271/ 1 2 
0 = — / ( 1 + —r 
2TT Jo V K2 K 
To integrate the above expression, decomposition of 
coefficient cN from the experimental values (figure 5) into 
a Fourier series is proposed: 
CAKOO = Co + C\ cos(a) + C2 cos(2a) + • • • . (15) 
Obviously, this series is only expressed in terms of 
cosines, as the data are symmetrical with respect to 180°. See 
figure 7 for the coefficients measured for the c-25 6CT1 cup, 
and the Fourier series truncated at the first, third and sixth 
harmonics. As expected, if a sufficient number of harmonic 
terms are taken, the Fourier series fits the data extremely well. 
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Figure 8. Ratio of each harmonic coefficient to the average value, 
CJ/CQ, corresponding to the 9-harmonic Fourier series 
approximations fitted to the experimentally measured aerodynamic 
normal-force coefficients, cN, measured on all cups tested. 
However, it makes no sense to take a large number of terms 
to define a simplified methodology in a trial. In figure 8, the 
ratio of each harmonic coefficient to the average value, c,/co, is 
plotted for the Fourier series corresponding to each cup tested. 
Based on this information, it is suggested that only the first 
two terms of the Fourier series be taken into account, as they 
are the most relevant in all cases: 
CN (a ) = Co + C\ cos (a). (16) 
Now, in order to integrate expression (14), relative-to-the-
cup wind angle a must be expressed in terms of rotation angle 
6. Starting from expression (7), the following equation has 
been derived: 
cos(a) = T)Q + r)\ cos(0) + x\2 cos(0)2 + 173 cos(0)3, (17) 
where the coefficients T)Q, r)\, r]2 and 173 are expressed as a 
function of anemometer factor K: 
rio = - ^ = , (18) VTTK2 
K 
VI VT+K2 K2-V 
m VT+K2' 
K2 K 
m K2 
(19) 
(20) 
(21) 
1 VT+K2 
Expression (17) has proven quite accurate for calculating 
cos(a), with a maximum error of 7.9% at certain rotation 
angles, 6, for K = 2.5 (larger anemometer factors lead to 
lower errors). Taking into account all of the simplifications 
made, equation (14) can be rewritten as 
2n / 1 2 
0 f( K cos(6>) (co + c\ (rio + m cos(6>) 
+172 cos((9r + 173 cos((9)3))d<9. (22) 
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Figure 9. Anemometer factors with regard to the rotors analyzed as 
a function of the Fourier coefficients ratio, Ci/c0. Open squares 
stand for the values obtained as a result of the numerical integration 
of expression (14) in each case, whereas the solid line was obtained 
with the proposed approximation for rT = 0, expression (24). The 
anemometer factors corresponding to the experimental data have 
been also included (open circles). 
to the numerical integration of expression (14) applied to 
all cups tested (see also table 3). It can be observed that 
equation (24) represents quite an accurate simplification of the 
classical analytical methods, as it leaves out the integration 
process. An interesting conclusion can also be obtained from 
this expression, as the anemometer tends to be more efficient 
in converting wind speed into rotational speed with lower 
values of the ratio Ci/c0. This makes it possible to directly 
compare the effects of different anemometer cup shapes on 
the anemometer's performance. Finally, with regard to the 
conical cups and extrapolating the experimental results to 
rr ~ 0, the figures included in table 3 indicate a 10% error of 
the present method, which is not high taking into account the 
complexity of the rotating flow involved in the anemometer's 
rotor movement. This error can be attributed to secondary 
aerodynamic effects such as the aerodynamic forces produced 
on the rotor bars that hold the cups, and the aerodynamic 
interaction between cups [51]. 
3.2. Solution for rr^0 
Returning to expression (12), and making the integral on one 
turn equal to zero, would lead to the steady state solution 
shown in section 3.1: 
0 = / [ [ l + i ( l + r r f ) 2 - ^ ( l + rrf)cos(0) L L v' & 
x V l -t2cN{a{6))&t&6. 
K 
(25) 
The following equation is then obtained: 
1 
K2 
Co + C\ ( rio + -m c_\_ 
K m ;m 
(23) 
which, taking into account the expressions for coefficients T)Q, 
r)i, r)2 and r]3, can be rewritten as: 
K2J\ 2 c 0 y T T ^ 
le i 1 / K 3K2 -4\ 
1 1
 ' ' (24) 
0 
4 c o ^ V v / T T ^ 1 K2-l 
The above equation gives a solution for the anemometer's 
steady state as a function of the ratio Ci/c0. This equation 
is plotted in figure 9, along with the values corresponding 
Integrating this equation leads to the following expression: 
1 \ \ c, / 3 1 
K2 
A. 
4K2 
Co + C\ \ rj0 + -rj2 
1 
_i_ 
K Vi -m 
Co + C\ \ rj0 + -rj2 (26) 
As in the previous case, this can be simplified to 
K2)\ 2 c o V l T ^ 2 , 
l e i 1 / K 3K2 - 4 N 
4 c o ^ V v / T T ^ 1 K2 
2 /
 l a l 
l 
4K2 2 c o V l + ^ 2 
0. (27) 
Table 3. Anemometer factor, K, calculated and measured, for the different rotors tested. The parameter rr = Rc/Rrc corresponding to each 
rotor has been also included in the table, as well as the Fourier coefficients ratio C\/CQ related to each cup shape (see figure 8). 
K K(rr = 0) tf(rr#0) 
Rotor ci/c0 rr (measured) (calculated) (calculated) 
c-25/40 3.312 0.625 3.601 4.737 4.722(12%) 
c-25/60 0.4167 4.043 4.730 (10%) 
c-25/80 0.3125 4.234 4.733 (8%) 
c-25/100 0.25 4.360 4.734 (6%) 
h-19/60 4.372 0.4167 5.310 6.387 6.382 (20%) 
h-24/60 6.239 0.4167 9.304 9.242 9.239 (-1%) 
a-27/60 3.174 0.45 4.275 4.518 4.510(6%) 
a-30/60 3.341 0.5 4.321 4.783 4.774 (10%) 
a-35/60 3.832 0.5833 4.410 5.552 5.541 (26%) 
The results are included in table 3. No appreciable 
differences with regard to the previous case (rr = 0) result 
from this approach. This may be due to the force distribution 
on the cup. As already stated, this force was assumed to 
be constant for the entire front surface of the cup when 
integrating expression (25). This is, in fact, not accurate 
because the anemometer cups are immersed in a rotating flow. 
Unfortunately, in spite of the large amount of information 
on rotation flows around windmill blades that exists in the 
available literature, no experimental data or analytical model 
has been found concerning the effects of rotation on the 
aerodynamic forces on an anemometer cup. 
As mentioned, the effects of rotating flows on windmill 
blades have been widely studied [53]. The effect of the 
rotation produces a radial flow along the blades, resulting 
in a modification of the lift and drag characteristics of the 
individual airfoil section [54, 55]. This fact is taken into 
account by the different methods used to analyze windmill 
performance based on the two-dimensional aerodynamic 
characteristics of the blade airfoil [56, 57]. In the case of 
a rotating cup, at least two effects could be modifying the 
aerodynamic forces compared to a non-rotating cup. On 
the one hand, inertial forces can alter the boundary layers, 
introducing variations in the detachment and reattachment of 
the flow along the cup's surface. On the other hand, the rotation 
of the cup implies a different wind speed, depending on the 
distance to the rotation axis. This introduces some changes in 
the position of the flow stagnation on the cup. 
4. Conclusions 
In this study, the performance in steady wind (that is, the 
transfer function) of a cup anemometer was correlated with 
the aerodynamic forces on a single cup. This correlation is 
based on a Fourier analysis of the aerodynamic normal force 
coefficient on the cup as a function of the wind angle, measured 
in a wind tunnel. The results have been compared with testing 
results from the calibrations performed on an anemometer with 
different cup rotors. The major conclusions resulting from this 
study are 
• It is possible to compare the performance (transfer 
function) of different cup-size rotors on an anemometer, 
based on the first two coefficients in the Fourier series 
applied to the aerodynamic normal force coefficient on 
the cups. 
• A mathematical expression (24) has been analytically 
derived to correlate the anemometer factor, K, with 
the ratio between the first two coefficients in the 
aforementioned Fourier series, Ci/c0. For rr < 0.3, the 
anemometer factor of a cone-shaped cup rotor was 
estimated with less than 10% error with respect to the 
calibration results. 
• The proposed method did not successfully take into 
account the area of the cups, as the effects of cup rotation 
seem to introduce some changes in the aerodynamics of 
the cups with respect to the forces measured on a non-
rotating cup. Obviously, this effect is less important in 
rotors with a large cup center rotation radius, Rrc, with 
respect to cup radius Rc. 
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